
 
 
 
 

 
12.2015 Display Flow Meter Settings Sensor Leakage Option 48 

Option 48 — Sensor Leakage 

Note: This Option is used by Kurz for diagnostic and troubleshooting purposes. 

To access the Sensor Leakage menu in Display mode:         

1. Press D. 

2. Press 2 to invoke the Quick Jump option.  

3. Press 48 for the Sensor Leakage menu, and then press E.      
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The Sensor Leakage prompt appears. 

4. Press H to exit.     

The main Display mode (DSP) prompt appears.   

 
 


